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WliHi >creeii examination is required it is essential that

the -erecn should be covered with thick lead glass of proved
opacity and that the screen should be independently sup-
ported and not held in the hands of the operator. If the
hand.- are so used they should be properly protected.

The hand or any portion of the body of the operator
should never be used to test the hardness or quality of the
X-ray t ube; any simple form of penetrometer can be easily
arranged for this purpose.

LONDON, November, 1915.under the direction of a qualified medical
